INTRODUCTION
============

Hydrocephalus is a pathologic condition characterized by active distension of the ventricular system in the brain as a result of inadequate passage of cerebrospinal fluid (CSF) from its point of production within the cerebral ventricles to its point of absorption into the systemic circulation.[@B14] Hydrocephalus is a common complication following various intracranial pathologies.[@B4] The placement of a ventriculoperitoneal shunt (VPS) is widely adopted surgical procedure for the treatment of this condition.[@B11] Due to the popularity of this procedure, there have been marked technical advancements in the manufacturing of shunt devices. However, the VPS is associated with multiple complications.[@B2][@B3][@B11] Distal catheter migration is a complicated form of mechanical shunt failure.[@B3] Recently, we experienced a patient with shunt malfunction secondary to distal catheter disappearance. By reviewing the course of treatment of this patient in detail, we will discuss the cause of our initial failure in making diagnosis of shunt malfunction. In addition, we will attempt to infer how the distal catheter disappeared with the help of a relevant literature review. To our knowledge, this is the first report of this very unusual form of distal catheter migration in the literature.

CASE REPORT
===========

A 70-year-old man was admitted to our clinic for progressive gait disturbance. He had undergone aortic valve replacement surgery 11 years ago, and had been taking warfarin ever since. Three years ago, he underwent a retromastoid suboccipital craniotomy to remove a right vestibular schwannoma. Unfortunately, an intracerebellar hemorrhage developed 2 months after the surgery, and posthemorrhagic hydrocephalus developed as a consequence. A VPS (Codmann Hakim Programmable Valve; Johnson & Johnson Co., Boston, MA, USA) was placed. All connection sites between the catheters and the reservoir was reinforced with a tie using 3-0 black silk. After the operation, he had been doing well for 18 months.

He complained of a recent tendency to trip that began 5 months before admission. At the outpatient clinic, we performed brain computed tomography (CT) first to look for any signs of shunt malfunction. Since CT showed no change in ventricle size, we decided to lower the shunt pressure setting and to observe any symptom improvement in the patients. However, the patient did not get better despite repeated subsequent adjustments of shunt pressure. While attempting to examine the cause of his gait disturbance, we became aware of the fact, by chance, that the distal catheter was not visible on an outside chest X-ray film ([FIGURE 1](#F1){ref-type="fig"}).

![(A) Last chest plain radiograph taken 5 months before symptom presentation of the patient. At that time, the distal shunt catheter was clearly seen (white arrows). (B) A chest plain radiograph was taken immediately after noticing that the distal catheter was missing from the outside film completely by chance. The distal catheter that was seen in the previous plain radiograph was gone.](kjn-16-79-g001){#F1}

At the time of admission, the patient\'s vital signs were stable, and his body temperature was 36.3°C. He had not suffered any abdominal symptoms, and physical examination showed no tenderness or rebound tenderness in the abdomen. Upon neurological examination, his mental status was indicative of slight drowsiness, and his orientation was intact. Mild cognitive dysfunction was observed. However, there was little difficulty with communication. The motor power of both the upper and lower limbs was assessed as grade 4/5, and he could walk a short distance with assistance. According to the laboratory tests, the whole white blood cell count was 6.13×10^9^ count/L (reference range, 4.0 to 10.0), and the CRP level was 0.2 mg/dL (reference range, \<0.3). A set of plain X-rays revealed that the distal catheter was missing ([FIGURE 2](#F2){ref-type="fig"}). Additional abdominal CT was performed to locate the retained distal catheter in the abdominal cavity, but it failed to be found. No intraabdominal organ abnormalities associated with shunt catheter migration were observed.

![Simple abdomen plain radiograph taken after admission. The disconnected distal catheter could not be found anywhere in the abdominal cavity.](kjn-16-79-g002){#F2}

Under the diagnosis of shunt malfunction secondary to disconnection and disappearance of the distal catheter, shunt revision surgery was performed. As we exposed the shunt valve, the proximal shunt system seemed to be working well. No CSF collection was observed at the disconnected site juxta of the shunt valve reservoir. A subcutaneous tract where the missed distal catheter previously located was observed, and it seemed that CSF coming from the valve was continuously drained through this tract. A new distal catheter was connected to the shunt valve, and its distal tip was inserted into the peritoneal cavity through a new subcutaneous tunnel. We did not explore the abdominal cavity to look for the hidden distal catheter.

The postoperative course was uneventful, and the patient was discharged 8 days after the surgery. During the 2-year follow-up, the patient was in good condition, and no complications related to the operation were observed. His gait had improved, and he could walk without assistance, although some difficulty remained.

DISCUSSION
==========

The most interesting point of this case is the whereabouts of the missing distal catheter. Since we could not locate the catheter in the patient\'s body, it was clear that the distal catheter had escaped from the body. We do not have any hard evidence. However, we can infer how this incident occurred by reconstructing a plausible scenario with reported possible incidents in the literature.

Surprisingly, distal catheter scan migrate into various regions of the body.[@B2] Migrations into the bowel, bladder, heart, umbilicus, vagina, scrotum, pleural cavity, pulmonary artery, oral and anal protrusions, and even the peri-implant space of the breast have been reported.[@B1][@B2][@B6][@B7][@B8][@B9][@B10][@B12][@B13][@B15][@B16][@B18] Our patient had not experienced any symptoms or signs related to distal catheter migration. If so, the most reasonable escape route would be the anus. Other body openings, such as the mouth or the urethra, could not be passed without notice. Additionally, any anatomical breakage of other body parts or walls without any symptoms is highly unlikely. Perforation of the bowel by the distal catheter is potentially a lethal condition either by ascending intracranial infections or by peritonitis resulting in sepsis.[@B2][@B15] In contrast, there are few reports that have shown spontaneous healing of the perforated bowel without any signs of infection in the abdominal cavity.[@B16] We think a similar incident occurred in our patient. The distal catheter first perforated the bowel. Its peristaltic movements pulled the catheter inside the bowel, and the catheter was excreted with feces. Then, the perforation site healed spontaneously without any symptoms or signs. Despite the lack of solid evidence, we think this is the most plausible scenario explaining this mysterious incident.

In numerous instances, technical advancements often change physicians\' features of clinical practices. The use of programmable shunt valves is now popular in VPS surgeries ever since the introduction of the VPS in the late 1980s to early 1990s.[@B5] In the era of nonadjustable shunt devices, checking the mechanical integrity by taking a series of plain radiographs along the shunt system was a routine diagnostic examination if a shunt malfunction was suspected. Even a trivial functional problem, such as under- or overdrainage, requires revision surgery. Therefore, it was important that all the possible causes for shunt malfunction were considered before deciding on another invasive surgery. However, the programmable valve enabled us to adjust its pressure noninvasively, and it had brought about a trend of adjusting the pressure setting and waiting first rather than going over all the necessary examinations at once when a functional failure of the shunt was suspected.

By retrospectively reviewing the brain CT scout image taken when the patient initially complained of symptoms at the outpatient clinic, the distal catheter was found to be missing ([FIGURE 3A](#F3){ref-type="fig"}). A few fluoroscopic skull X-rays had been taken to confirm the shunt valve setting. We magnified the field of view to read the gauze precisely, and it limited the field of view, making it difficult to discover the disintegrity of the shunt system ([FIGURE 3B](#F3){ref-type="fig"}). This is an inborn human error called 'inattentional blindness', which Simons and Charbris described though their innovative psychiatric study using gorillas.[@B17] We missed the proper diagnosis initially because we did not doubt. Unless an urgent situation is evident, such as rapidly deteriorating acute hydrocephalus, approaching the patient step by step and moving from simple to complicated work-up procedures might be reasonable. However, a delay in the proper diagnosis cannot be justified and must be kept as short as possible. Mechanical failure is one of the leading causes of the shunt malfunction.[@B1] Our case reminded us that a disruption of mechanical integrity of the shunt system is still an important cause of shunt malfunction, which should be kept in mind as a possibility.

![(A) Brain computed tomography scout film taken when the patient initially complained of progressive gait disturbance at the outpatient clinic. By retrospectively reviewing this image, we became aware that the distal catheter was missing and that it was already gone 5 months before admission. (B) One of the skull plain radiographs taken in between a period of 5 months from the initial symptom presentation to admission. It was a magnified image to confirm the shunt pressure setting which made it difficult to notice the absence of the distal catheter.](kjn-16-79-g003){#F3}

CONCLUSION
==========

Although it is a rare incident, shunt malfunction due to distal catheter migration can occur, and neurosurgeons should always keep in mind this possibility. If shunt malfunction is suspected, it is always important to check that the entire shunt system is structurally intact. Careful inspection of the catheter-connecting sites should be the first step.
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